Objective-To assess differences in the accuracy of automatic QT measurement in three subject groups, and to determine the influence of T wave amplitude on these measurements. Subjects-Standard simultaneous 12 lead electrocardiograms were acquired from 25 patients post myocardial infarction, 25 with arrhythmias, and 25 controls. Design-Because there is not yet a standard automatic method for QT analysis, four different techniques were used. Manual QT measurements were used as the reference. QT was measured in two complexes by each technique in each lead, subject, and group. Main outcome measure-The differences between reference and automatic QT measurements from the three subject groups were compared independently for the four techniques. The T wave amplitudes for each of the groups were also compared. Results-Variability of the automatic QT measurements, relative to the manual reference, in the cardiac patients was 2 1 times that in the controls (P < 0.005).
times that in the controls (P < 0.005).
Mean T wave amplitude was lower (by a factor of two) for the cardiac patients compared with the controls (P < 0.01). No simple relation between T wave amplitude and the difference between automatic and manual QT measurements was found, although the difference was 2-2 times greater for absolute T wave amplitudes of less than 0 25 mV (P < 0.001). QT measurement-Manual measurement was performed by an experienced researcher using a previously described standard and validated technique," in which the R wave onset and T wave offset on each electrodardiogram complex were identified using a digitising tablet.
AUTOMATIC QT MEASUREMENT
Electrocardiogram filtering-The bandwidth of the acquired electrocardiograms, determined by the analogue amplification system, was 0 05-100 Hz. After acquisition, using a low pass digital filter (2nd order Butterworth recursive filter) the electrocardiograms were further filtered to a bandwidth of 0-05-40 Hz to reduce myopotential and electrical noise.
Automatic feature identification-Software, described elsewhere,'2 was used to identify the following: (a) the location in time of the P, R, and T wave peaks and the R wave onset, (b) the isoelectric level of the TP segment, (c) the amplitude of the T waves relative to the isoelectric level, and (d) the magnitude and location of the maximum slope of the final component of the T wave. T wave peak was identified for all complexes, including those of very low amplitude. The RR interval was calculated as the mean of the two RR intervals enclosing the T waves analysed. In addition, an upper limit for automatic QT measurement was set as the expected QT interval, calculated using Bazett's formula'4 plus one fifth of the RR interval, and measurements beyond that limit were classed as failed.
QT measurement-For automatic determination of the T wave end we used four techniques (fig 1) , described elsewhere.'2 The TH (threshold) and DTH (differential threshold) techniques determine the T wave end as the intersection of a threshold level with the T wave and the differential of the T wave respectively. The threshold levels were calculated as a fraction (0-1) of the amplitude of the T wave or differential T wave. Threshold crossing points were determined using a left to right scan of the data from the waveform peaks. For the TH technique the T wave amplitude and threshold level were calculated relative to the isoelectric level. The other two algorithms were based on slope features of the T wave.
Isoelectric level ------Threshold level Technique SI (slope intercept) identified the end of the T wave as the intercept of the isoelectric level and a line tangential to the point of maximum T wave slope. The PSI technique (peak slope intercept) calculated the end of the T wave as the intersection point between the isoelectric level and the line which passes never exceeded four (out of a possible 300) for any given technique. Figure 2 shows that there were greater differences between the normal subjects and cardiac patients than between the two cardiac patient groups. MeanAQD was not significantly different between groups for most techniques. The exception was technique DTH where meanAQD was lower (P < 0 05) in both the post myocardial infarction and arrhythmia groups (by -33 ms and -32 ms respectively relative to the normal group). SDAQD was significantly greater for all techniques in the cardiac patients than in the normal subjects (P < 0 005) with the exception of technique TH in the arrhythmia group. The measurement variability in the cardiac patients was 2 1 times that in the normal subjects. Figure 3 shows that mean absolute T wave amplitude was significantly greater (P < 0-01) in the normal subjects than in the cardiac patients (times 2-0 with infarct group, times 2-2 with arrhythmia group). High automatic QT difference values tended to be associated with smaller T wave amplitudes. When T waves smaller than 0-25 mV were compared with those greater than 0-25 mV the overall SDAQD ratio was 2-2 (P < 0-001). The ratio for each technique was DTH 1 8, TH 2-0, PSI 2-2, and SI 2-7. Figure 4 illustrates this with scatter plots of automatic QT difference for two automatic techniques (SI and DTH, the highest and lowest ratios respectively) against T wave amplitude for the three subject groups.
Discussion
Automatic QT measurements were more variable (relative to the manual reference) in cardiac patients than in normal subjects. This confirms our hypothesis that the performance of an automatic technique is influenced by the subject group under analysis. This has important implications for automatic QT measurement techniques which have been validated using only normal electrocardiograms.
There are clear differences between the normal subjects and cardiac patient groups in both the mean T wave amplitude and the SDAQD. This suggests a relation between amplitude and automatic QT difference. Inspection of the scatter plots (fig 4) reveals that even though this relation is not simple, the variability of results for all techniques and subject groups was greater for lower amplitude T waves, and especially so for those less than 0-25 mV. The lack of a simple relation suggests that amplitude is only one of several factors influencing the accuracy of automatic QT measurement.
Because manual measurement was used as the reference, consideration must be given to the effect of the electrocardiogram on such measurement. We know from previous work that manual measurers are influenced by the amplitude of the T wave in the normal electrocardiogram,'3 with a small mean reduction of 8 ms in measured QT corresponding to a halving of the T wave amplitude. This was associated with an insignificant change in measurement variability with half the T amplitude (3%) or with superimposed noise (14%). The small differences justify the use of manual measurement. Using an automatic technique as a reference would have removed it from the comparative assessment and the interpretation of results from automatic techniques with some features similar to the reference would have been difficult. It must, however, be accepted that lower amplitude and different morphology T waves are likely to influence manual measurement. Automatic techniques, because they rely on specific T wave features, are less likely in practice to be able to cope with morphological and noise factors, particularly at low T wave amplitudes. Our results demonstrate significantly increased variability in the clinical groups where T waves were small. T wave amplitudes less than 0-25 mV do seem to present particular problems for automatic techniques and the results of measurements from such T waves should therefore be treated with caution.
Of the four automatic measurement techniques studied, none provided any major advantage. If the techniques are to be used to determine group means, acceptable results can be obtained. It was interesting to note that the results from the PSI technique came closest to the mean manual measurements, perhaps because the technique pushed the measured end of the T further out into the baseline than did the other techniques. It must, however, be remembered that different manual measurers can produce systematic differences of over 20 ms.'3 The technique which relied on differentiation (technique DTH) tended to underestimate QT intervals from cardiac patients compared with those from healthy subjects. This is likely to be because the differentiation process accentuates noise or because of peculiarities in the morphology of the end of the T wave. Unfortunately, all techniques showed high measurement variability compared with manual methods, especially with small T waves.
In conclusion, automated QT measurement techniques validated using electrocardiograms from healthy subjects should not be used to analyse electrocardiograms from cardiac patients without further validation. The variability of QT measurements in cardiac patients was twice that of normal subjects. Of the techniques examined, the one relying on differentiation introduced differences which could have an effect across leads and thus on dispersion, and hence cannot be recommended. In addition, the effect of small T waves has been quantified: there was between 1 8 and 2-7 times more variability for T waves less than 0-25 mV than for those that were greater in amplitude. Current automatic measurements from small T waves should be treated with caution. These findings do not exclude the development of reliable automatic systems, but rather they underscore the need to develop new algorithms and techniques.
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